[Intrauterine extraction of intrauterine devices using the BMK-2 extractor of our design].
The so-called "lost" IUD's cannot be removed by common vaginocervical traction. The author extracts them by the intrauterine BMK-extractor (Instrumntalia, Zagreb) of his own construction. There were 150 extractions with no complication, performed by the use of the BMK-2 extractor in period from August 1, 1985 to December 31, 1988.